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299-E25-53 (A6042) 
Log Data Report 

Borehole Information: 
Borehole: 299-E25-53 (A6042) Site: 216-A-6 Crib 

Coordinates (WA St Plane) GWL1 (ft):  None GWL Date: 09/04/07 
North (m) East (m) Drill Date TOC Elevation Total Depth (ft) Type 
135614.791 575568.429 10/54 699.60 155 Cable 

Casing Information: 

Casing Type Stickup (ft) 
Outer 

Diameter (in.) 
Inside 

Diameter (in.) Thickness (in.) Top (ft) Bottom (ft) 
Welded steel 3.6 8 5/8 7 11/16 15/32 3.6 155 

Borehole Notes: 
The logging engineer measured the casing diameters using a caliper and steel tape.  Logging data acquisition is 
referenced to the top of casing. 

Logging Equipment Information: 

Logging System: Gamma 4E Type: 
Serial No.: 

SGLS (70%)  
34TP40587A 

Effective Calibration Date: 05/17/07 Calibration Reference: HGLP-CC-015 
 Logging Procedure: HGLP-MAN-002, Rev. 0 

 

Logging System: Gamma 4H (with AmBe source) Type: 
Serial No.: 

NMLS 
H310700352 

Effective Calibration Date: 11/22/06 Calibration Reference: HGLP-CC-002 
 Logging Procedure: HGLP-MAN-002, Rev. 0 

 
Logging System: Gamma 4H (without AmBe source) Type: 

Serial No.: 
PNLS 
H310700352 

Effective Calibration Date: N/A Calibration Reference: None Required 
 Logging Procedure: HGLP-MAN-022, Rev. 0 

Spectral Gamma Logging System (SGLS) Log Run Information: 
Log Run 1 2   3 Repeat   

Date 09/04/07 09/10/07 09/10/07   
Logging Engineer Spatz Spatz Spatz   
Start Depth (ft) 155.0 56.0 20.0   
Finish Depth (ft) 55.0 3.0 3.0   
Count Time (sec) 100 100 100   
Live/Real R R R   
Shield (Y/N) N  N  N    
MSA Interval (ft) 1.0 1.0 1.0   
Pre-Verification DEG61CAB DEG71CAB DEG71CAB   
Start File DEG61000 DEG71000 DEG71054   
Finish File DEG61100 DEG71053 DEG71071   
Post-Verification DEG61CAA DEG61CAA DEG61CAA   
Depth Return Error (in.) N/A 0 0   
Comments No fine gain No fine gain No fine gain   
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Log Run 1 2   3 Repeat   
adjustment  adjustment  adjustment  

Neutron Moisture Logging System (NMLS) Log Run Information: 
Log Run 4 5 6 7 Repeat  

Date 09/10/07 09/11/07 09/11/07 09/11/07  
Logging Engineer Spatz Spatz Spatz Spatz  
Start Depth (ft) 100.0 156.0 31.0 20.0  
Finish Depth (ft) 30.0 99.0 3.0 3.0  
Count Time (sec) 15 15 15 15  
Live/Real R R R R  
Shield (Y/N) N N N N  
MSA Interval (ft) 0.25 0.25 0.25 0.25  
Pre-Verification DH692CAB DH702CAB DH702CAB DH702CAB  
Start File DH692000 DH702000 DH702229 DH702342  
Finish File DH692280 DH702228 DH702341 DH702410  
Post-Verification DH692CAA DH702CAA DH702CAA DH702CAA  
Depth Return Error (in.) 0 N/A -1 0  
Comments None None None None  

Passive Neutron Logging System (PNLS) Log Run Information: 
Log Run 8 9 Repeat    

Date 09/11/07 09/11/07    
Logging Engineer Spatz Spatz    
Start Depth (ft) 156.0 20.0    
Finish Depth (ft) 3.0 3.0    
Count Time (sec) 60 60    
Live/Real R R    
Shield (Y/N) N N    
MSA Interval (ft) 1.0 1.0    
Pre-Verification DH702CAB DH702CAB    
Start File DH712000 DH712154    
Finish File DH712153 DH712171    
Post-Verification DH712CAA DH712CAA    
Depth Return Error (in.) - 1 0    
Comments None None    

Logging Operation Notes: 
Logging was conducted with a centralizer on each sonde.  Measurements are referenced to top of casing.   

Analysis Notes: 

Analyst: P.D. Henwood Date: 10/3/07 Reference: GJO-HGLP 1.6.3, Rev. 0 
 
Pre- and post-run verifications for the logging systems were performed before and after each day’s data acquisition.  
Acceptance criteria were met for all systems.  A casing correction for 15/32-in.-thick casing was applied to the 
spectral log data.  SGLS spectra were processed in batch mode using APTEC SUPERVISOR to identify individual 
energy peaks and determine count rates.  Concentrations were calculated with the EXCEL worksheet template 
identified as G4EMay07.xls using efficiency functions and corrections for casing and dead time as determined from 
annual calibrations.  Moisture data were converted to volumetric moisture using calibration data.  There is no 
calibration for passive neutron data that are reported in counts per second. 
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Results and Interpretations: 
Cs-137 is detected in this borehole from 4 to 8 ft.  The maximum concentration is measured at approximately 
2 pCi/g at 6 ft in depth.  Other Cs-137 detections in the borehole are the result of statistical fluctuations using the 
routine processing software and are not full energy peaks. 

Moisture data reflect variations generally related to finer grained sediments.   

Passive neutron logging was performed in the borehole.  This logging method has been shown to be effective in 
qualitatively detecting zones of alpha-emitting contaminants from secondary neutron flux generated by the (α, n) 
reaction and may indicate the presence of transuranic radionuclides.  Many transuranic radionuclides decay 
predominantly by alpha particle emission and the passive neutron system may be useful in identifying the existence 
of these radionuclides where no gamma emissions are available for detection.  There is no calibration for this 
logging system and the data provided are to be used qualitatively.   

The passive neutron data suggest no transuranic contamination exists in this borehole.   

The repeat sections for the SGLS, NMLS, and PNLS indicate good agreement. 

This borehole was logged in 1984 and 1986 by the Pacific Northwest Laboratory using two different (according to 
probe serial numbers) total gamma logging systems.  The count rates are slightly lower for the 1984 event than the 
1986 event suggesting a less efficient system.  The profiles are consistent with the SGLS total gamma count rate 
data with the exception of the Cs-137 interval between 4 and 8 ft.  It is possible this low level contamination was 
deposited at this location between 1984 and 1986. 

List of Log Plots:  
Manmade Radionuclides 
Natural Gamma Logs 
Combination Plot 
Total Gamma, Passive Neutron, & Moisture 
Repeat of Manmade Radionuclides 
Repeat of Natural Gamma Logs 
Repeat of Total Gamma, Passive Neutron, & Moisture 
                                                 
1 GWL – groundwater level 
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